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An incoherent broadband cavity-enhanced absorption spectroscopy setup employing a 20m long optical
cavity is described for sensitive in situ measurements of light extinction between 630 and 690nm. The
setup was installed at the SAPHIR atmospheric simulation chamber during an intercomparison of in-
struments for nitrate (NO3) radical detection. The long cavity was stable for the entire duration of the two
week campaign. A detection limit of ∼2pptv for NO3 in an acquisition time of 5 s was established during
that time. In addition to monitoring NO3, nitrogen dioxide (NO2) concentrations were simultaneously
retrieved and compared against concurrent measurements by a chemiluminescence detector. Some re-
sults from the campaign are presented to demonstrate the performance of the instrument in an atmo-
sphere containing water vapor and inorganic aerosol. The spectral analysis of NO3 and NO2, the
concentration dependence of the water absorption cross sections, and the retrieval of aerosol extinction
are discussed. The first deployment of the setup in the field is also briefly described. © 2009 Optical
Society of America
OCIS codes: 010.1290, 010.1120, 300.6550, 120.4640.
1. Introduction
Ultrasensitive spectroscopic absorption methods
based on high finesse optical cavities are among
the most promising approaches for detecting atmo-
spheric trace species with high spatial and temporal
resolution [1–3]. A variety of atmospheric trace con-
stituents have been successfully detected in the field
using laser-based cavity ringdown (CRD) spectro-
scopy [4–7]. Most CRD field instruments extract
atmospheric samples [8–13], and only a few have
employed an open-path configuration [14,15]. For in-
struments using gas extraction, inlet losses of the
target species must be established in independent
measurements [16]. If a CRD method is based on
measuring the absorption at a single wavelength, re-
trieving the concentration of a target species requires
an experimentally independent method to establish
the contribution of the target species to the total ex-
tinction, for instance, through concentration varia-
tion by titration or filtering [17,18]). In CRD
instruments that use several wavelengths for species
identification usually a cavity length scanning cap-
ability is required to access arbitrary wavelengths,
which makes monitoring multiple species experi-
mentally more demanding, except where interfering
species can be chemically or thermally converted to
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the target species. Alternatively, some CRD spectro-
scopy setups may comprise several optical cavities at
different wavelengths. In this context broadband
methods [e.g., conventional multipass setups
[19,20] employing differential optical absorption
spectroscopy (DOAS) [21]] have the advantage that
atmospheric trace species can be identified by their
spectral absorption signature, and additional loss
processes can be accounted for in the spectral analy-
sis. The multiplex features of broadband methods
allow several target species to be detected simulta-
neously. Broadband CRD methods have been known
for several years [22–30] and have already been ap-
plied to atmospheric trace sensing [14,31]. A draw-
back of these pulsed broadband CRD setups is
that they require tunable laser sources along with
unconventional light detection electronics and data
sampling. The complexity of the instruments has
hindered their widespread adoption for field observa-
tions so far.
An alternative approach is based on dispersing
and detecting the light from an incoherent broad-
band light source after it is transmitted by an optical
cavity, so-called incoherent broadband cavity-
enhanced absorption spectroscopy (IBBCEAS) [32].
This continuous-wave approach has been success-
fully applied in a number of laboratory and open-
path chamber experiments [33–35]. In addition to
the benefits of the broadbandmethod outlined above,
it is characterized by several advantageous features
that are particularly relevant for field deployment:
IBBCEAS combines high detection sensitivity with
experimental simplicity. Carefully designed instru-
ments are robust with good long-term mechanical
and optical stability. Moreover, depending on the
emission spectrum of the light source used (e.g., Xe
arc lamps [32,33], inexpensive light emitting diodes
[34,36,37], or novel supercontinuum light sources
[38]), it is relatively easy to adapt IBBCEAS setups
to different wavelength regimes simply by switching
cavity mirrors.
There are, however, three limitations of this ap-
proach that will be addressed in this publication.
First, despite the high brightness of some incoherent
light sources, unfavorable imaging conditions cause
the transmission of light through a high finesse
optical cavity to be generally lower than for laser
sources (with the exception of supercontinuum
sources [38]). Therefore long optical cavities with
modest reflectivity mirrors (R ≈ 0:99 to 0.999) are
of particular relevance for nondirectional incoherent
light sources (e.g., arc lamps), since they improve the
signal-to-noise ratio without loss of sensitivity. The
spatial resolution of long cavities (several meters
up to tens of meters) is still significantly better than
that of long-path DOAS setups with typical path
lengths of up to several kilometers. Hence IBBCEAS
with long cavities still allows localized sources of at-
mospheric trace constituents to be identified. More-
over, using cavities on a scale of tens of meters is
particularly suited for air quality studies of med-
ium-sized anthropogenic pollution sources such as
industrial plants, airfields, or traffic intersections.
Second, all absorption methods based on optically
stable cavities (CRD and CEA techniques) are lim-
ited to a certain spectral range in which the cavity
mirrors exhibit maximum reflectivity. Generally,
the higher the mirror reflectivity, the narrower is
the range of its high reflectivity performance and
therefore the narrower the spectral region of the set-
up’s maximum sensitivity. This restricts the spectral
coverage of cavity-enhanced absorption spectra ta-
ken with one set of mirrors. On the one hand, a wide
spectral range is needed to detect multiple trace con-
stituents under the same experimental conditions.
On the other hand, truly broad spectral ranges can
only be achieved by using mirrors with modest reflec-
tivity. The corresponding decrease of sensitivity can
only be compensated by increasing the length of the
cavity. For example, in first approximation the sensi-
tivity of an absorption cavity of length l formed by
mirrors with R ¼ 0:999 is the same as that of a cavity
formed by mirrors with R ¼ 0:99 and a length of 10 l.
Hence long optical cavities are obviously suited for
highly sensitive true broadband absorption measure-
ments provided the spectral reflectivity range of the
mirrors can be fully covered by the light source
employed.
Third, for absolute concentrations to be retrievable
with IBBCEAS, the mirror reflectivity must be
known. Independent reflectivity calibration mea-
surements are therefore essential. In the case of en-
closed cavities, mirror reflectivities can be measured
using a known amount of a calibration gas [33–36],
but this approach is often impractical for open-path
configurations. A straightforward way of establish-
ing the mirror reflectivity with acceptable uncer-
tainty using an antireflection-coated optic of
known loss will be outlined.
In this publication we demonstrate that very long
optically stable cavities (∼20m length) can be con-
structed in open-path configuration for monitoring
atmospheric trace constituents and aerosol extinc-
tion. The main target species were NO3 and NO2.
The optical design of the IBBCEAS instrument, its
mechanical stability, and issues concerning the cav-
ity alignment will be addressed. The data presented
were taken during an intercomparison campaign of
instruments for the detection of NO3 and N2O5,
which took place at the SAPHIR atmospheric simu-
lation chamber at the Forschungszentrum Jülich in
June 2007 [39]. The SAPHIR chamber is an ideal fa-
cility to test and characterize the performance of our
IBBCEA apparatus for specific atmospheric scenar-
ios and to develop appropriate analysis procedures
for the cavity-enhanced broadband absorption spec-
tra. SAPHIR is equipped with a set of detection in-
struments that provide accurate concentrations of
water and NOx (among other species) as well as
the chamber temperature as a function of time.
Following on from the SAPHIR simulation experi-
ments, the instrument’s performance in a field trial
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at Roches Point in County Cork, Ireland, will also be
briefly outlined.
2. Experiment
In IBBCEAS, light from an incoherent broadband
light source is coupled into an optically stable cavity
formed by two mirrors of high reflectivity (R). The
transmission spectrum of the cavity is measured first
in a clean atmosphere (I0) and then in the sample at-
mosphere (I) over a certain path length (L), which is
not necessarily equal to the separation of the cavity
mirrors (l). The extinction of the gas mixture (ε) as a
function of wavelength (λ) is given by [32,37]
εðλÞ ¼
X
i
σiðλÞ
Z
L
0
niðxÞdx ¼
1
L

I0
I
− 1

ð1 − RÞ; ð1Þ
where σi ðcm2molecule−1Þ is the wavelength-
dependent absorption cross section of species i and
ni ðmolecule cm−3Þ its number density.
A. Instrument Setup
The instrument described here was designed to
quantify NO3 concentrations based on its strong
B←X absorption band with a maximum at 662nm;
however, the setup is readily adapted to other wave-
length regions in the visible and near-UV. The instru-
ment consisted of a transmitter unit and a receiver
unit, each housing one of the cavity mirrors. The
two units could be separated by any arbitrary dis-
tance in an open-path configuration depending on
the mirrors’ radii of curvature. Schematics of the
optical components of the transmitter and receiver
units of the instrument are shown in Fig. 1.
The transmitter unit housed a short-arc Xe lamp
running in a so-called hot spot mode. In this mode
a small plasma spot (∼150 μm) with a spectral radi-
ance of 18Wcm−2 sr−1 nm−1 at 400nm is formed close
to the cathode surface [40]. The small spot size gave
this lamp unique imaging properties compared to the
generally diffuse arcs of conventional Xe lamps. The
light from the lamp was imaged onto an iris
using two off-axis parabolic mirrors as shown in
Fig. 1(a). Between the parabolic mirrors the wave-
length range was selected with an interference filter
(Andover 650FS80-50) between ∼610 and 720nm. A
fraction of the light was focused onto a quadrant de-
tector while with the main beam an image of the hot
spot was formed in the plane of an iris. Although the
hot spot provides nearly 20 times the brightness com-
pared to diffuse arcs, the spot tended to wander
around the cathode. This arc wandering was compen-
sated by stabilizing the image of the hot spot with a
feedback loop between the quadrant detector and a
piezo-mounted plane mirror placed between the
lamp and the first parabolic mirror [see Fig. 1(a)].
A telescope imaged the iris aperture at the center
of the open-path cavity. For the measurements at
the Forschungszentrum Jülich, the transmitter unit
was placed at one end of the SAPHIR chamber and
the receiver unit was placed at the other end, giving a
mirror separation of l ¼ ð20:13 0:05Þm. The cavity
was formed by dielectric mirrors (Layertec GmbH)
with a diameter of 4 cm, a radius of curvature of
21m, and a nominal reflectivity of about 0.999 at
660nm [compare Fig. 2(c)].
The receiver unit housed the second cavity mirror.
Light transmitted by the cavity was further filtered
with a long-pass cutoff filter (RG630 colored glass)
and a 700nm short-pass interference filter (Thorlabs
FES0700) to ensure that light outside the mirror re-
flectivity range is eliminated. The light was focused
into a fiber bundle (1mm diameter) and connected to
the 100 μm entrance slit of a monochromator (holo-
graphic grating, 1200 lines=mm) that had a CCD de-
tector (Andor DV401, pixel size 26 μm) attached to it.
The spectral resolution of the detection system was
approximately 0:6nm. The spectrometer wavelength
scale, which was calibrated daily using both a Ne pen
lamp and a He–Ne laser, was accurate to better than
0:01nm. The He–Ne laser was housed in the trans-
mitter unit and served as an important tool for align-
ing the cavity (see below). An acquisition time of 5 s
was used for all the measurements.
The transmitter and receiver units were each
equipped with a 1m stainless steel pipe (57mm
Fig. 1. (Color online) (a) Transmitter unit: 1, short-arc Xe lamp;
2, piezo-mounted plane mirror; 3,4, off-axis parabolic mirrors; 5,
interference filter; 6, quadrant detector and control electronics;
7, telescope; 8, highly reflective cavity mirror; 9, low-loss optic as-
sembly on translation stage; 10,11, stainless steel pipes for broad-
band beam and He–Ne laser beam, respectively. (b) Receiver unit;
12,13, stainless steel pipes for broadband beam and He–Ne laser
beam, respectively; 14, highly reflective cavity mirror; 15, Teflon
film joint; 16, movable mirror to couple in He–Ne laser beam;
17, color filter (RG630); 18, focusing lens; 19, short-pass filter
(cutoff ∼700nm); 20, fiber bundle holder; 21, fiber bundle; 22,
monochromator and CCD detector.
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diameter) pointing from the cavity mirrors along the
optical axis of the cavity. Each pipe was mounted to
the unit’s chassis to support its weight. A seal was
made between the pipes and the adjustable mirror
mounts of the cavity mirrors using flexible Teflon foil
in each unit. The pipes served three purposes: First,
they allowed the mirrors to be purged with an inert
gas to keep the mirrors clean. The purge gas in the
present case was N2 at a flow rate of ∼10 dm3min−1 .
Purging the mirrors reduced the effective cavity
length to L ¼ ð18:27 0:20Þm. Second, on the
receiver side of the setup the pipe reduced stray light
entering the detection system. Third, for the inter-
comparison campaign the pipes were necessary to
attach the instrument to the SAPHIR chamber
and to make a seal with its Teflon wall. Apart from
the pipes for the broadband light beam, two smaller
pipes (25mm diameter) were also used to form open-
ings for the He–Ne laser beam. The small pipes were
sealed on one side with a simple optical window.
B. Cavity Alignment
The cavity was aligned using a He–Ne laser beam
passing through two pinholes in each of the units
to define a secondary axis parallel to the cavity axis.
For coarse alignment, the cavity mirror on the
receiver side was removed. The He–Ne laser beam
was sent along the secondary axis from the transmit-
ter unit to the receiver unit, where it was directed
onto the cavity axis and returned to the high reflec-
tivity mirror in the transmitter unit. The cavity mir-
ror in the transmitter unit was adjusted to reflect the
laser beam back onto itself. All optics inside the chas-
sis of the receiver unit rested on a home-made x, y, z
translation stage, which could also be rotated about
the azimuthal and polar angles. This enabled all re-
levant degrees of freedom to be adjusted in order to
align the receiver unit with respect to the transmit-
ter unit. The second cavity mirror was then put into
place and the He–Ne laser beam was reflected back
onto itself again. By removing the interference filter
in the transmitter unit, spectrally broad light from
the arc lamp was let into the cavity and the telescope
was adjusted to focus the image of the hot spot in the
center of the SAPHIR chamber. The optical filters
were then put into place and the cavity mirrors were
fine tuned to optimize the intensity of the cavity
transmission once an initial transmission was ob-
served. At optimum alignment it was even necessary
to attenuate the light to avoid saturating the CCD
detector (which indicates that even higher reflectiv-
ity mirrors could be used with this setup to further
improve the sensitivity). The transmitter and recei-
ver units were mounted to a rigid frame on top of a
permanently installed UV multipass DOAS system,
which itself rested on a very heavy concrete block
that was largely decoupled from the SAPHIR cham-
ber. The mechanical stability of the setup was excel-
lent. It ran without any substantial realignment of
the cavity for the 12 days of the campaign. Very good
stability was again observed using an 8:6m cavity in
a field trial at Roches Point (Ireland), during which
the mechanical properties of the instrument were sa-
tisfactory despite exposure to persistent high winds.
C. Calibration of Mirror Reflectivity
An important experimental aspect of the open-path
IBBCEA approach is the calibration of the cavity
mirror reflectivity, which is necessary to retrieve
absolute number densities of absorbing species; see
Eq. (1). In the case of an enclosed cavity, the mirror
reflectivity RðλÞ can be determined from transmis-
sion spectra with and without a known concentration
of a calibration gas in the cavity, whose absorption
cross section is known as a function of wavelength
[31,33,34]. With a long open-path setup this ap-
proach is not practical. However, by using an antire-
flection-coated optical substrate of known loss, LðλÞ,
instead of a calibration gas, the mirror reflectivity
can be determined by
RðλÞ ¼ 1 −

I1ðλÞ
I0ðλÞ − I1ðλÞ
LðλÞ

; ð2Þ
where I1ðλÞ and I0ðλÞ are the respective transmission
spectra of the cavity with and without the low-loss
substrate [typical examples are shown in Fig. 2(a)].
Fig. 2. (Color online) (a) Typical transmission spectra of the cav-
ity (in units of 106 counts) containing clean air only (I0), and with a
low loss substrate in the cavity (I1). The spectra represent the
average of 100 spectra, each having a 5 s acquisition time. The
γ- and B-band of O2 at around 624nm and 687nm, respectively,
are the only absorption features in this spectrum. (b) Loss spec-
trum LðλÞ of the antireflection-coated substrate measured with
pulsed cavity ring-down spectroscopy in a 2m cavity. The error
bars correspond to the 1σ standard deviation of seven measure-
ments of loss LðλÞ. (c) Average mirror reflectivity, hRi, of 11 indi-
vidual reflectivity measurements taken on each day of the
campaign. The error bars represent the corresponding 1σ standard
deviation.
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The loss
LðλÞ ¼ d
c

1
τ2ðλÞ
−
1
τ1ðλÞ

ð3Þ
was measured after the campaign in the laboratory
by CRD spectroscopy over the range from 630 to
690nm using a tunable dye laser [ideally the low-loss
calibration measurements should have been taken
before and after employment of the instrument at
the SAPHIR chamber; however, the CRD system only
became available immediately after the campaign so
that it was not possible to measure LðλÞ in advance of
the intercomparison]. In Eq. (3), τ1ðλÞ and τ2ðλÞ are
the ringdown times measured without and with
the substrate in a cavity of length d ¼ 2m, respec-
tively, and c is the speed of light in air. The measured
loss as a function of wavelength is shown in Fig. 2(b).
The error bars in the figure are based on the repro-
ducibility of seven loss measurements, where the
cavity was realigned from scratch each time.
In the open-path instrument the low-loss optic
[LðλÞ < 0:001, Layertec] was placed on a translation
stage that was sealed in a Teflon foil assembly be-
tween one of the cavity mirrors and the steel pipe
[see Fig. 1(a)]. Reflectivity calibration measurements
were performed daily during the campaign. The aver-
age of these reflectivity measurements, hRi, is shown
in Fig. 2(c).
There are uncertainties associated with the out-
lined calibration of R, some of which are difficult
to quantify: First, the CRD loss measurement of
LðλÞ was performed with a short cavity. Even though
the measured loss should in first approximation be
independent of the cavity length, possible systematic
errors cannot be easily estimated without CRD mea-
surements using a long cavity. Second, the loss of the
calibration optic is measured for a beam traveling
along the optical axis of the cavity. The broadband
application however uses the full diameter of the cav-
ity mirrors and integrates over all off-axis modes of
the resonator. The inherently different average resi-
dence time of photons propagating off-axis in the cav-
ity causes R in Eq. (1) to represent an effective
(empirical) reflectivity [37], which is generally
slightly smaller for broadband applications than
for on-axis CRD. The on-axis loss calibration of the
substrate and its subsequent application in a cavity
where its full area is utilized leads to systematic
errors that are again difficult to quantify without
additional information on mode-dependent loss me-
chanisms in the cavity [37]. The discrepancy between
the true broadband effective R and the reflectivity
found by the calibration procedure outlined here is
expected to be small (a few percent).
Furthermore, the retrieved reflectivity was not cri-
tically dependent on the orientation of the low-loss
substrate with respect to the cavity axis. Deliber-
ately misaligning the substrate by up to 2:5°
between the substrate’s normal and the cavity axis
resulted in errors that are small in comparison to
the uncertainty of LðλÞ. The accuracy with which R
can be determined is therefore not compromised by
small misalignments. This insensitivity with respect
to misalignment is due to the broadband anti-
reflection coating of the substrate.
D. Instrumentation at SAPHIR
Long path DOAS: NO3 was measured by DOAS with
a multiple reflection setup [41,42]. Light from a con-
ventional Xe arc lamp (Osram, XBO 75W=2) was di-
rected into a multireflection cell of 20m base length,
which was set up along the axis of the cylindrical
SAPHIR chamber. After 48 passes equaling an
optical path length of 960m the light was dispersed
by a Czerny–Turner spectrograph with a blazed ho-
lographic grating (Jobin-Yvon, HR 460). Absorption
spectra were recorded with a resolution of 0:4nm
in the range between 603 and 691nm using a photo-
diode array (Hamamatsu, S3904, 1024 pixels). The
detector array was connected to a computer via a con-
troller (Hoffmann Messtechnik). NO3 mixing ratios,
determined using the DOAS analysis procedure
(DOASIS [43]), are based on reference data by
Yokelson et al. [44], Voigt et al. [45], and Rothman
et al. [46]. The precision of the DOAS NO3 detection
was appoximately 10pptv. An additional uncertainty
of maximum 20pptv was caused by a drift in the op-
tical setup. The time resolution of the DOAS instru-
ment depended on the light throughput and was
between 65 and 95 s.
Chemiluminescence analyzer: NO, NO2, and O3
mixing ratios were measured with a chemilumines-
cence analyzer (Eco Physics, CLD 780TR) [47]. NO
was detected after reaction with an excess of O3,
and the sum of NO and NO2 is detected after photo-
lytic conversion of NO2 to NO (Eco Physics PLC760).
O3 was detected after reaction with excess NO. The
analyzer’s detection limits were 5 and 10pptv with
accuracies of 5% and 10% for NO and NO2, respec-
tively, for an acquisition time of 90 s.
Hygrometer: The chamber’s water vapor content
was measured with a dew point hygrometer (General
Eastern, Hygro M4) with a detection limit of 20ppmv
(dew point −60 °C) for a sampling time of 10 s.
3. Analysis of Spectra
Spectral windows of 10–15nm were used to quantify
the absorption of particular molecules. These wave-
length ranges were selected to include appropriate
absorption features of the target molecule while
avoiding significant absorption structures from other
species. The NO3 absorption was analyzed between
658 and 668nm, and the NO3 concentrations were
quantified using absorption cross sections by Yokel-
son et al. [44]. The cross sections from Ref. [44], valid
for 298K, were scaled to the chamber temperature
using the temperature dependence of the NO3 ab-
sorption reported by Orphal et al. [48]. The analysis
of NO2 was carried out in the 630–645nm window to
minimize water vapor interference. Reference NO2
absorption cross sections from Burrows et al. [49]
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were used. All reference spectra were convoluted
with the instrument function of approximately
0:6nm. For spectral fitting, the extinction coefficient,
εðλÞ, is described by
εðλÞ ¼ a0 þ a1λþ a2λ2 þ a3σH2OðλÞ þ a4σNO3ðλÞ
þ a5σNO2ðλÞ; ð4Þ
where σi is the reference absorption cross section
(cm2molecule−1) of species i, and the coefficients a3
to a5 are the number densities of these species.
The second-order polynomial term in Eq. (4) accounts
for the baseline offset of the extinction spectrum,
which could arise from scattering from aerosols, fluc-
tuations in the lamp intensity, and other unspecified
loss processes. The linear component, a1λ, of the poly-
nomial function largely accounts for the absorption of
O3, whose broad, unstructured absorption band
(Chappuis band) covers the spectral region of inter-
est. Explicitly including the O3 absorption with the
additional term a6σO3 did not significantly improve
the fit to the measured extinction, nor did the values
of a6 represent meaningful O3 number densities. O3
concentrations thus cannot be easily determined
with the analysis procedure outlined here. A
MATLAB routine for singular value decomposition
(SVD) based on a linear least-squares procedure
[50] was used to fit Eq. (4) to the measured extinction
coefficient. The results from the SVD approach did
not differ appreciably from those obtained with a
nonlinear Levenberg–Marquardt routine. Although
SVD analysis depends on the size of the fit range,
there is no start parameter selection that may influ-
ence the fit results, and the inherent degree of corre-
lation of parameters in Eq. (4) is not affected by this
analytical approach. Moreover, the SVD analysis was
much faster than iterative methods, an important
practical consideration for the large data sets gener-
ated. The analysis procedure also allowed for a small
shift, Δλ, in the wavelength of the reference spectra
(λ0 ¼ λþΔλ). For each day a fitted spectrum εðλÞ con-
taining NO3 absorption was gradually shifted over a
wavelength range of0:3nm in steps of 0:001nm.Δλ
was determined by the shift that yielded the mini-
mum least-squares sum between the fitted and the
measured spectrum. The shifts were always smaller
than the spectral resolution of the spectrometer
(∼0:6nm), and the average day-to-day shift over
the campaign wasΔλ ¼ ð−0:27 0:02Þnm (1σ error).
For the data used in this paper (15 June 2007) Δλ
fluctuated around −0:26nm before and around
−0:23nm after the introduction of water vapor to
the chamber. It was found that by using one wave-
length shift for the entire day, the consequence for
the retrieved trace gas concentrations was small.
The NO3 mixing ratios did not change by more than
ð0:08 0:26Þpptv when Δλ was varied for each mea-
surement compared to when the shift was fixed at
the same value of Δλ ¼ −0:26nm for the entire day
(on 15 June). This uncertainty of the mixing ratios
is smaller than the estimated precision of the mea-
surements (see below) and hence justifies the use
of only one shift value, Δλ, per day.
Standard uncertainty propagation was used to
estimate the uncertainty of the retrieved number
densities. The uncertainty in the measured sample
extinction, Δε, from Eq. (1) is given by
Δε2 ¼
 dnidð1 −RÞ

2
Δð1 −RÞ2
þ
dnidL

2
ΔL2eff þ
dnidI0

2
ΔI20; ð5Þ
where the fractional uncertainties of the parameters
are estimated to be 8% for (1 − R), 1% for the effective
cavity length L, and 5% for I0. The uncertainty in the
measured extinction is therefore ~10%. Further-
more, spectral analysis using Eq. (4) contributes ad-
ditional uncertainties to the retrieved concentrations
of absorbing species. These uncertainties arise
through the dependence of the fit on the spectral win-
dow (3%) and the uncertainties of the reference ab-
sorption cross sections, which are ~10% for the
NO3 absorption cross section [44] and ~3% for the
NO2 absorption cross section [49]. Assuming that
the uncertainty of reference spectra lies in their mag-
nitude across the spectral window, contributions
from species apart from the species of interest can
be ignored in the fit since the fitting parameter yield-
ing the associated number density of the species
should scale accordingly. Cross sensitivities in the
fit between different species only become important
close to the detection limit of the target species,
where the precision dominates the uncertainty of
the number density retrieval. The overall uncer-
tainty in the retrieved number density of species i,
ni;fit, is then
Δn2i;fit ¼ ΔðrangeÞ2 þ
dnidε

2
Δε2 þ
dnidσi

2
Δσ2i : ð6Þ
The overall uncertainty in NO3 concentrations is
18%, while NO2 concentrations have a 14% uncer-
tainty.
Fluctuations in the light intensity degraded the
precision of the retrieved concentrations on the time-
scale of the measurements. Independently monitor-
ing the lamp output as a basis for normalizing
cavity spectra should improve measurement preci-
sion but was not implemented during the intercom-
parison campaign. In the absence of direct lamp
intensity measurements, the effect of fluctuations
in lamp intensity was substantially reduced by nor-
malizing cavity spectra based on the intensity trans-
mitted through the cavity at 684nm, a region with
very small molecular absorption. The time series
of the intensity measurements at 684nm was
smoothed by fitting a cubic spline to the data points
[Fig. 5(d)]. The ratio of the measured intensity at
684nm for each individual spectrum to that of the
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smoothed value was then used to scale the overall
intensity spectrum, I, before the extinction coeffi-
cient was calculated using Eq. (1). This procedure
effectively discarded short-term lamp intensity fluc-
tuations. Longer term drifts in the transmitted
intensity (following introduction of aerosols, for in-
stance) did not erroneously scale the spectra and
the corresponding retrieved concentrations. In the
instrument that was later deployed in the field,
modifications weremade to record the lamp intensity
directly from the quadrant detector in order to
normalize the intensity spectra.
4. Results and Discussion
A. Detection of NO3 and NO2 in the SAPHIR chamber
The NO3 and NO2 data presented below are from the
chamber experiment on 15 June 2007, in which
atmospherically realistic concentrations of these spe-
cies were present in the chamber together with water
vapor and ðNH4Þ2SO4 aerosol. O3 concentrations
were maintained between 100 and 200ppbv except
when the chamber was being purged. This experi-
ment thus serves as a suitable proxy for the real at-
mosphere where multiple extinction processes occur.
While a discussion of the results of the NO3 and NO2
intercomparison is beyond the scope of this paper, the
IBBCEAS system showed good overall agreement
with other techniques for both species [39,51,52].
The approaches to NO3 detection applied during
the campaign comprised extractive techniques
[pulsed CRD spectroscopy (off-axis and also in com-
bination with CEAS) and broadband CRD spectro-
scopy] and open-path methods (DOAS and
broadband CEAS). The most sensitive instruments
achieved a detection limit for NO3 of a few pptv in
a few seconds or better [7,9,53]. As opposed to extrac-
tive methods, where one of the main challenges lies
in the calibration of inlet losses, the prime difficulty
in broadband open-path methods is the retrieval of
concentrations from extinction spectra that are
based on a variety of loss processes.
For NO3 and NO2 the retrieval of concentrations is
complicated by a water absorption band that over-
laps the strong NO3 B←X absorption band with a
maximum at 662:7nm and, to a lesser extent, the
630nm to 645nm window used to quantify NO2 con-
centrations. Apparent deviations from the Beer–
Lambert law arise because the water lines are much
narrower than the resolution of the monochromator.
The problem caused by not fully resolving the
absorption structure of water vapor was already
reported by Bitter et al. [14], who observed multi-
exponential ringdown decays with the BBCRD spec-
troscopy technique and outlined a procedure to
account for it. In the following, we describe an ap-
proach to treat this effect in IBBCEA spectra.
To properly describe the absorption of water vapor,
a concentration-corrected absorption cross section,
σ0H2O, was calculated for each spectrum measured,
i.e., for each water concentration that occurred in
the chamber. Starting with an arbitrary synthetic
spectrum, I0ðλÞ, with a data point increment of
0:001nm, Eq. (1) was used to calculate a high-
resolution cavity transmission spectrum, IðλÞ, using
the water absorption data from the HITRAN data-
base [46], the water vapor concentration in the cham-
ber, and the calibrated mirror reflectivity spectrum.
IðλÞ was then convoluted with the 0:6nm resolution
of the monochromator, and Eq. (1) was applied a
second time to retrieve the concentration-corrected
absorption cross section, σ0H2O, for water vapor at
that concentration. A different σ0H2O was calculated
for each spectrum and the entire process was auto-
mated. The effect of non-Beer–Lambert behavior
on the water vapor absorption cross section is illu-
strated in Fig. 3, together with the results obtained
by directly convoluting the HITRAN water cross sec-
tions (corresponding to the low concentration limit).
As expected, apparent deviations from Beer–
Lambert behavior are greatest for large absorption
features. In principle, the same procedure should
be applied to the structured NO2 absorption cross
sections, but the small absorption of NO2 in this
region made this unnecessary in practice.
The correction procedure outlined above depends
on an independent measurement of the water vapor
concentration. In principle it should also be possible
to retrieve the water vapor concentrations directly
from the spectra using, for example, a lookup table
correlating water concentrations with the magnitude
of prominent absorption features. This procedure
would provide the water vapor concentration as a
routine result and eliminate the need for monitoring
the water vapor concentrations separately. However,
establishing an adequate lookup table in practice is a
nontrivial and formidable task, as one has to account
for the concentration dependence of the water ab-
sorption for a given IBBCEA setup (using a specific
RðλÞ and effective cavity length L) and the effect of
other extinction processes.
Cavity transmission spectra taken at 4:09 and at
9:58 a.m. are shown in Fig. 4(a) between 610 and
Fig. 3. (Color online) Black: absorption spectrum of water vapor
calculated by convoluting HITRAN cross sections [46] with the
spectrometer’s resolution of 0:6nm. Thick lower trace: spectrum
of the concentration-corrected H2O cross sections calculated with
Eq. (1) as outlined in the text using a number density of water of
2:72 × 1017 molecules cm−3, an 18:27m cavity length, a 0:6nm
spectrometer resolution, and the reflectivity spectrum measured
on 15 June 2007.
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720nm. At the early time (thin curve) the chamber
contained only clean dry synthetic air; at the later
time (thick curve) it was filled with water vapor
and high concentrations of nitrogen oxides. The ex-
tinction spectrum for the NO3 window derived from
the intensity measurements in Fig. 4(a) is shown in
Fig. 4(b). The number density of water was 4 × 1017
molecules cm−3 (60% relative humidity). Equation (4)
was fitted to the extinction data using the concentra-
tion-corrected [solid curve in Fig. 4(b)] and the uncor-
rected (dashed curve) water cross sections. The
quality of the fit to the measured spectrum improves
markedly when using the corrected water absorption
cross section: the 1σ rms value of the fit residual ob-
tained using the corrected water absorption cross
section is about 0:55 × 10−9 cm−1, compared to 2:03 ×
10−9 cm−1 from the uncorrected water cross section.
Properly accounting for the water absorption is par-
ticularly important at low NO3 concentrations be-
cause typical atmospheric concentrations of water
vapor mask the NO3 absorption. After subtracting
the fitted water absorption from the measured spec-
trum, the NO3 absorption peak is readily distin-
guished from the background extinction [Fig. 4(c)].
The NO3 concentration obtained in this example
was ð20:7 1:0Þpptv, and the NO2 concentration
was ð5 1Þppbv.
The time dependence of the NO3 and NO2 concen-
trations during the chamber experiment on 15 June
2007 is shown in Figs. 5(a) and 5(b). The chamber at-
mosphere was initially dry (−58 °C dew point) and
free of aerosol. NO3 was formed at moderately high
concentrations by adding 1:5ppbv of NO2 in the
presence of approximately 180ppbv of O3 (see the
Fig. 5 caption). The precision of temporally close
measurements was around 1:3pptv when the NO3
concentration was around 100pptv, while the NO2
precision was about 2ppbv when the concentration
was 5ppbv. The precision of the NO2 detection is
worse than that of typical chemiluminescent NOx de-
tectors, but the 5 s sampling time is also an order of
magnitude smaller than that of the chemilumines-
cent analyzer attached to the SAPHIR chamber,
which had a sampling time of about 1 min. The
chamber was purged with humid synthetic air be-
tween 8:55 and 9:52 a.m., resulting in a sharp de-
crease in NO3 and NO2 concentrations and rapid
Fig. 4. (Color online) (a) Typical cavity transmission spectra (in
units of 106 counts) in the absence (thin upper trace) and presence
of water vapor and NO3 (lower trace). Measurement taken with 5 s
acquisition time at 9:58 a.m. on 15 June 2007. (b) Corresponding
measured extinction (solid circles) in the region between 658nm
and 668nm. The solid and dashed curves represent SVD fits of
Eq. (4) to the experimental spectrum with and without using con-
centration-corrected H2O cross sections, respectively (see Fig. 3).
(b) and (c) show the corresponding fit residualsΔ (axis units given
in 10−8 cm−1). (c) Extinction (filled circles) from (b) after removing
the water vapor absorption; the contribution of NO3 absorption to
the fit is shown as a solid curve. The mixing ratio of NO3 was de-
termined to be approximately 20:7pptv. The lower panel shows the
corresponding fit residuals, Δ in units of 10−8 cm−1.
Fig. 5. (a) Time series of NO3 mixing ratios measured by IBB-
CEAS (black data) and long path DOAS (red data). (b) Time series
of NO2 mixing ratios measured by IBBCEAS (black data) and the
chemiluminescence analyzer (red data). (c) Time series of H2O
number densities measured with a dew point hygrometer. (d) Cav-
ity transmission (in units of 106 counts) at 685nm (black) and cu-
bic spline through data (blue). The SAPHIR chamber event
sequence on 15 June 2007 was: 6:11–fan on, 6:15–180ppbv of
O3 added, 06:22–1:5ppbv of NO2 added, 8:33–fan off (1), 8:52–
fan on (2), 8:55–flushing of chamber with clean humid air started
(2), 9:52–flushing of chamber ended (3), 9:53–80ppbv of O3 added
(3), 9:53–2ppb of NO2 added (3), 9:56–9ppbv of NO2 added (3),
10:45–addition of ðNH4Þ2SO4 aerosol started (4), 11:25–addition
of aerosol ended (5 μgm−3) (5), 12:12–9ppbv of NO2 added (6),
12:30–addition of ðNH4Þ2SO4 aerosol started (7), 14:30– addition
of aerosol ended (12 μgm−3) (8).
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humidification of the chamber atmosphere to 60% re-
lative humidity [Fig. 5(c)]. NO3 is essentially absent
from the chamber between 9:30 and 9:52 a.m., when
an average concentration of 0:4pptv was found with
a precision of 0:9pptv. During the same time slightly
negative NO2 concentrations were retrieved.
Although the negative NO2 values were close to
the experimental uncertainty, the retrieval of NO2
concentrations appeared to be slightly dependent
on the H2O or the O3 absorption within the fitting
range. Further loading of O3 and the addition of
9ppbv NO2 at 9:56 a.m. rapidly regenerated NO3.
ðNH4Þ2SO4 aerosol was introduced into the cham-
ber between 10:45 and 11:25 a.m. to a loading of
5 μgm−3. A constant rate of decrease of NO3 was ob-
served over this interval and arises from the hydro-
lysis on particles of N2O5, with which NO3 is in
equilibrium [11]. The rate of NO2 loss in the humid
atmosphere appeared to be independent of the
particle loading according to the data presented in
Fig. 5(b).
A further 9ppbv NO2 was injected into the cham-
ber at 12:12 p.m. The NO3 concentration responded
with a sharp initial decrease (by shifting the equili-
brium NO2 þNO3↔N2O5 to favor N2O5 formation).
This decrease was followed by a rapid increase in the
NO3 concentration to over 100pptv as NO2 reacted
with excess O3 to produce more NO3. A second load-
ing of aerosol to 12 μgm−3 was added between 12:30
and 14:30 p.m. NO3 concentrations again decreased
over this period. The slower decay of NO3 in this case
is attributed to the higher concentration of N2O5 act-
ing as a reservoir for NO3.
The retrieved NO3 concentrations from the
IBBCEAS system can also be compared with the data
from the established DOAS technique [Fig. 5(a)]. The
agreement over the 10 h of the experiment is quite sa-
tisfactory both at high concentrations and at low con-
centrations; neither aerosols nor water vapor affect
the NO3 concentrations retrieved with either techni-
que. The results are highly correlated [39] and differ
mainly in the acquisition time (5 s for IBBCEAS ver-
sus90 s forDOAS)and in theprecisionof themeasure-
ments. Reasonable agreement in the measured NO2
concentrations is also achieved between IBBCEAS
and the chemiluminescent detector [Fig. 5(b)]. Both
instruments yield similar NO2 concentrations follow-
ing the introductionofNO2 at9:56a.m. and12:12p.m.
A small discrepancy of about 1ppbv is apparent at the
start of the experiment and with the flushing of the
chamber. Careful selection of the NO2 retrieval
window in the IBBCEAS experiments may reduce
or eliminate the cross sensitivity to water vapor (or
O3) absorption.
Generally, the noise on the IBBCEAS data is con-
siderably smaller than that on the LP-DOAS mea-
surements due to the better sensitivity of the
IBBCEAS instrument. The difference is usually
within the combined uncertainty of both methods.
It should be noted, however, that after 1 p.m. on
15 June, a monotonic decrease in the NO3 concentra-
tion was expected as observed by the IBBCEAS in-
strument. The apparent rapid fluctuations in NO3
concentrations found with the long path DOAS setup
[Fig. 5(a)] are due to the precision of the instrument
and do not represent an increased uncertainty in the
IBBCEAS setup. The choice of the fitting range and a
discussion of various different experimental aspects
of the twomethods are beyond the scope of this study.
B. Aerosol Extinction
As indicated by the polynomial ða0 þ a1λ þ a2λ2Þ
in Eq. (4), it is necessary to account for the sample’s
background losses and their temporal changes. Back-
ground losses can be assigned to aerosol extinction as
long as other contributions frommolecular absorbers
and instrumental artifacts have been accounted for.
Aerosol extinction based on Eq. (4) is very sensitive
to the value of I0. While the normalization procedure
described above accounts for rapid fluctuations in the
intensity, and hence in I0, long-term changes in the
lamp intensity are difficult to distinguish from aero-
sol extinction in the chamber. An alternative ap-
proach to retrieving the aerosol extinction is based
on using the change in the fractional absorption of
a known absorption feature. The fractional absorp-
tion changes because aerosol and other extinction
processes shorten the effective path length, which
is defined as Leff ≡ L=ð1 − RÞ. This effect is illu-
strated in Fig. 2(a), where the O2 absorption at
687nm is proportionally smaller in I1 (measured
with an extra loss per pass in the cavity) than in
I0. O2 is particularly appropriate for this purpose be-
cause its concentration is constant, and thus the ab-
sorption coefficient in the maximum of the B-band at
around 687:3nm is also constant in the real atmo-
sphere. Furthermore, the B-band falls within the
spectral region where other molecular absorptions
are small and where it was readily observable with
our spectrometer [see Fig. 4(a)].
For an atmospheric sample whose total extinction,
εT ¼ εB þ α, is the sum of a contribution from back-
ground extinction, εB, and sample absorption, α,
we can define three intensities transmitted through
the cavity associated with these extinctions. These
are (i) I0, the intensity in the absence of any
extinction (εT ¼ 0); (ii) IB, the intensity when only
spectrally broad and unstructured background
extinction is present (εT ¼ εB), such that from
Eq. (1)
εB ¼

I0 − IB
IB

1 − R
L

¼
ΔIB
IB

1 − R
L

; ð7Þ
where ΔIB ≡ I0 − IB; and (iii) I, the intensity in
the general case in which there is both a background
extinction as well as some (structured) sample
absorption
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εT ¼ εB þ α ¼

I0 − I
I

1 − R
L

¼
ΔIB þΔIA
I

1 − R
L

; ð8Þ
with ΔIA ≡ IB − I arising from structured absorption
and ΔIB attributed to the background extinction. It
is clear that I < IB < I0 and that only one intensity
can be measured at any given time. Substituting
Eq. (7) into Eq. (8) and solving for α gives
α ¼
ΔIA
I

1 − R
L

1þ εBL
1 −R

¼
ΔIA
I

1
Leff

ð1þ εBLeff Þ: ð9Þ
Equation (9) shows in comparison with Eq. (1) that
the effective path length, Leff ¼ L=ð1 − RÞ, is shor-
tened in the presence of additional extinction pro-
cesses to L0eff ¼ Leff=ð1þ εBLeff Þ: Equation (9) can
be rewritten as
εB ¼ α

I
ΔIA

−

1 − R
L

: ð10Þ
Note that Eqs. (9) and (10) are insensitive to lamp
intensity fluctuations since both I and ΔIA scale pro-
portionately to changes in I0.
Equation (10) was applied to determine ϵB at
687:3nm by using the change in the transmitted in-
tensity of the O2 B-band between measurements
with synthetic air and an aerosol loaded chamber.
As with water vapor absorption, deviations from
the Beer–Lambert law must be taken into account
with the O2 absorption. An empirical value of αO2 ac-
cording to the instrument’s resolution was obtained
in clean chamber air by interpolating the baseline
under the O2 B-band and using Eq. (1). During the
experiment, the value of IB at the center of the B-
band was estimated from the intensity at 683:9nm
(outside the O2 B-band). A scaling factor was calcu-
lated from the transmission spectrum in a clean
chamber by interpolating a baseline under the B-
band and taking the ratio of the interpolated base-
line intensity at 687:3nm to the intensity at
683:9nm. For each spectrum, the measured intensity
at 683:9nm was first increased to compensate for
H2O and O3 absorption. The new reference intensity
was then multiplied by the scaling factor to estimate
the transmission intensity at 687:3nm in the ab-
sence of H2O and O3 absorption. IB was then calcu-
lated by removing the absorption of H2O and O3 at
687:3nm and used in Eq. (10) to retrieve the aerosol
extinction.
The background extinction on 15 June retrieved
with this procedure is shown in Fig. 6. The precision
of the measurements, estimated at the start of the
experiment, was ∼0:5 × 10−8 cm−1 (this result can
be compared with findings in Ref. [12] at 683nm
for the polluted urban boundary). Aerosol extinction
was the major contributor to the background extinc-
tion. Figure 6 shows two time periods with signifi-
cant changes in the background extinction that
correlate with the loading of the chamber with aero-
sol. The background extinction increased from prac-
tically 0 cm−1 to ∼1 × 10−8 cm−1 over the period of the
first aerosol addition (10:45–11:25 a.m.), which corre-
sponded to an aerosol loading of 5 μgm−3. The second,
larger increase in ϵB coincided with the addition of
aerosol from 12:30 to 14:30 p.m. and reached a max-
imum of ∼5:5 × 10−8 cm−1 when the aerosol concen-
tration reached about 12 μgm−3. In both cases, the
extinction decreases steadily when aerosol loading
stopped and aerosols were deposited on the chamber
walls. Other increases in the background extinction
were observed around the time (9:00 a.m.) when hu-
midified air was introduced into the chamber and
may indicate that the effect of H2O or O3 absorption
was not completely compensated for in the analysis
procedure. Although the above procedure provides a
method for retrieving the aerosol extinction based on
two intensities, a more comprehensive analysis
should use spectral fitting to use more of the O2 ab-
sorption profile.
5. Field Trial at Roches Point
In addition to the chamber experiments, field mea-
surements were taken with a slightly modified in-
strument at Roches Point, Ireland (51:795N,
8:252W) between 29 November and 11 December
2007. Roches Point is the shipping entrance to Cork
harbor and is approximately 20km southeast of Cork
city. The transmitter and receiver units were in-
stalled on the roof (∼43m above mean sea level) of
the Met Éireann weather station (see Fig. 7); electric
power, lamp cooling water, and N2 purge gas were
supplied from inside the building. Each unit was
mounted on four lead blocks for stability; wind-
breaker netting tied to the roof railing shielded the
units from high winds, and PVC sheet covers
protected them from rain. The cavity mirrors (10m
Fig. 6. Background extinction loss at 687nm on 15 June 2007,
retrieved by the procedure outlined in the text. 1, addition of
ðNH4Þ2SO4 aerosol started (10:45); 2, addition of aerosol ended
(5 μgm−3) (11:25); 3, addition of ðNH4Þ2SO4 aerosol started
(12:30); 4, addition of aerosol ended (12 μgm−3) (14:30).
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radius of curvature and R ¼ 0:9998 at 662nm) were
separated by l ¼ 8:6m, the path length through the
open atmosphere was L ≈ 6:7m. Spectra were col-
lected with an acquisition time of 1 min. In order
to measure I0 transmission spectra the transmitter
and receiver units were connected with a PVC pipe
of 10 cm diameter along the optical axis, which was
purged with N2 at a high flow rate. After the initial
alignment of the cavity, the pipe for the He–Ne beam
was removed and the openings sealed with opaque
material to prevent stray light or water from enter-
ing the units.
Field observations coincided with a period of high
winds and heavy rain, which were unfavorable for
open-path measurements. Nevertheless, intermit-
tent spells of calmer weather allowed a few measure-
ments to be made with good sensitivity. The
instrument was remarkably stable despite the high
winds experienced. Figure 8 shows typical transmis-
sion spectra I0ðλÞ (upper trace) and IðλÞ (lower trace).
The transmission spectrum through the open atmo-
sphere clearly shows the absorption features of O2
and H2O in that region. The large decrease in the
background is caused by the scattering and absorp-
tion of aerosols in the beam path, which often ex-
ceeded 10−6 cm−1, comparable to highly polluted
urban extinction levels [54]. Such high aerosol ex-
tinction, which is not surprising given the proximity
of the site to the coastline, can have a marked impact
on the sensitivity of the instrument. The effective
path length of the instrument is <33:5km at
665nm in an aerosol-free atmosphere but decreases
to <7:7km when extinction from aerosols corre-
sponds to 10−6 cm−1. Assuming an aerosol extinction
of 10−6 cm−1, an NO3 detection limit of ∼1pptv for a
1 min integration time was estimated based on the
chamber performance. NO3 was, however, not ob-
served above this limit during the few nighttime per-
iods without rain or mist when meaningful
measurements were possible. Such low NO3 condi-
tions have been observed in marine air masses by
other workers [55], who also proposed that NO emis-
sions over land could deplete NO3 concentrations.
6. Summary
A new IBBCEA instrument employing a 20m optical
cavity was utilized in an intercomparison exercise of
NO3 monitoring instruments at the SAPHIR
atmosphere simulation chamber at the Forschungs-
zentrum Jülich (Germany) in June 2007. The instru-
ment was designed to detect NO3 around 662nm and
proved to be robust, experimentally simple, and
relatively easy to deploy. The instrument’s perfor-
mance was presented within the context of an
aerosol-loaded chamber (ðNH4Þ2SO4) under humid
conditions (15 June 2007). The concentrations of
NO3 and NO2, together with the aerosol extinction,
were monitored simultaneously. Detection limits of
about 2pptv for NO3 and 2ppbv for NO2 were estab-
lished for a 5 s acquisition time. The data analysis
procedure used an SVD fitting approach in selected
spectral windows for fast analytical retrieval of num-
ber densities of NO3 and NO2. Difficulties in the data
retrieval concerning the effective absorption of water
vapor in relevant spectral windows were discussed. A
procedure was outlined to extract the aerosol extinc-
tion at 687nm based on changes in the fractional
absorption of the O2 B-band. The retrieved aerosol
extinction had a precision of about 0:5 × 10−8 cm−1,
with a maximum extinction of 5:5 × 10−8 cm−1 after
loading the chamber with ðNH4Þ2SO4 particles
(12 μgm−3). The deployment of the instrument in
the field (at Roches Point, Ireland) was described
and its operational stability briefly outlined.
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Fig. 7. (Color online) Photograph of the open-path IBBCEA setup
on the roof of the Met Éireann weather station at Roches Point
(Ireland). The transmitter and receiver units are also shown as in-
sets. The effective cavity length was 6:7m. The instrument was in
this field trial between 29 November and 11 December 2007.
Fig. 8. (Color online) Typical cavity transmission spectra (in
units of 104 counts) measured at Roches Point (Ireland) on 10 De-
cember 2007. Despite fair weather conditions on this day there was
no evidence for NO3 absorption above the detection limit. This fig-
ure demonstrates the stability of the system in the field [compare
with Figs. 2(a) and 4(a). Lower trace: open-path measurement.
Black line: I0 measurement with a long PVC tube between trans-
mitter and receiver unit that was continuously purgedwith dryN2.
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